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Answer
The AED delivered wrongful shocks, probably because the
tachyarrhythmia with QRS complexes of low amplitude was
considered to be ventricular fibrillation. Evidence for this
comes from the ECG strips from the first AED rhythm
analysis, clearly showing QRS complexes of a similar shape
and amplitude, but at a lower rate. Furthermore, these small
QRS complexes were continuously found from the start of
the resuscitation attempt until the fourth shock (data not
shown).
This case illustrates that the specificity of shock/no-
shock decisions by the AEDs is not 100 % [1, 2]. Car-
diologists should also be aware that AED sensitivity fig-
ures are only within a 90–95 % range, and that external
artefacts during the analysis process (such as chest com-
pressions) decrease the accuracy significantly. This implies
that shock/no-shock decisions should be scrutinised before
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Remarkably, no cause of death could be detected on au-
topsy. Therefore, further research on the cardiac arrest risk
stratification in dextrocardia in general, and during preg-
nancy in particular, is needed.
A third lesson concerns the low amplitude of QRS com-
plexes detected by the AED electrodes placed in the con-
ventional sternal-apical position [3]. Therefore, it seems
reasonable in known dextrocardia cases to change to bi-ax-
illary electrodes placement or a mirror-like approach (i. e.
placement to the left of the sternum and in the right mid-
axillary line). The reduced QRS amplitude in this dex-
trocardia case also argues against the use of the above-
mentioned mirror-like approach in a standard cardiac arrest
patient with a medical device implanted below the right
clavicle.
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